


   CANINE   CANINE 
ACUPUNCTURE CHAIRACUPUNCTURE CHAIR

Acupuncture Chair Frame

Body Support

Arm Adjustment Knobs

Adustable, Padded 
Positioning Arms

(shown in storage position)

Rear Safety Harness
Tether Points

Front Safety Harness
Tether Point

Chin Rest

Examine Contents
Remove all contents from box. 
Compare with contents list above and 
ordered items; ensure all are included. 

Place Acupuncture Chair Frame on a  
Stable Examination Surface
Surface should be level and provide 
stable support for the acupuncture 
chair frame. Chair should not wobble. 

Adjust Padded Positioning Arms to 
the Upright Position
When received, the adjustable, 
padded positioning arms are in the 
storage position (as shown in the 
above right image).
To adjust position for patient placement, 
release each arm adjustment knob  by 
turning counterclockwise  then pull the 
arm out of the bracket until the arm 
is released. 
Rotate until the arm is in the upright 
position (the padding will run parallel 
to the body support). There are two 
positions available: forward-facing for 
patients 7lbs or less, and rear-facing 
for all other patients. Loosely re-
insert adjustment knobs.

Place Patient in Chair & Adjust 
Positioning Arms 
The body support is designed to 
support the patient's chest and 
abdomen (Figure 1). With patient 
resting on the body support, push 
the positioning arms into the 
brackets until the patient is held 
gently and comfortably in place. 
Tighten the adjustment knobs to 
secure the arms (Figure 2). To ensure 
the patient's continued comfort, 
monitor throughout the course of 
treatment or secure the the optional 
safety harness (Figures 3 – 6).

INSTRUCTIONS FOR USE

(1) Acupuncture Chair Frame
 For Extra Comfort, frame includes:
 - Padded Body Support 
 - Chin Rest 
 - Front (1) and Rear (2) 
  Safety Harness Tethers* 
(2) Adustable, Padded Positioning Arms
(2) Arm Adjustment Knobs

OPTIONAL ACCESSORIES
(1) Safety Harness*

*Tether Points are for use with the optional 
safety harness included in Set Models 
AC01, AC02, AC03. The safety harness can 
also be purchased separately (ACCSB-L; 
ACCSB-SM). See website for details.

CONTENTS LIST

USER USER 
MANUALMANUAL
For Chair Models 
AC01-N, AC02-N, 
AC03-N and Set 
Models AC01, AC02, 
AC03 

Figure 1. Place patient so legs are 
positioned on either side of the 
chair frame with chest and abdomen 
resting on the body support.

Figure 2. Push the positioning arms 
into the brackets until the patient is 
held gently and comfortably in place. 
Tighten the adjustment knobs to 
secure the arms. 

Figure 3. To ensure the patient's 
continued comfort, monitor 
throughout the course of treatment 
or secure patient with the optional 
safety harness.

Figure 4. When using the optional 
safety harness, with the patient's 
head comfortably placed in the chin 
rest, flip the triangle ring over the 
front tether point.

Figure 5. Extend the harness over the shoulders and past the hind quarters.

Figure 6. Secure the patient comfortably in place by looping a link of the length 
adjustment chain through the rear tether point on each side of the chair. 

Figure 7. Gently fasten the adjustable belt around the patient and body support.
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